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Table 1: Interdevice reliability results between two BodyMetrix BX2000 A-mode ultrasound machines. 
	Measurement Site
	ICC (95% CI)
	SEM (mm)
	Mean Difference (mm)

	Chest
	0.982 (0.927-0.993)
	0.40
	0.33*

	Triceps
	0.986 (0.970-0.993)
	0.35
	0.20

	Biceps
	0.939 (0.889-0.966)
	0.56
	0.14

	Scapula
	0.980 (0.936-0.992)
	0.47
	0.37*

	Back
	0.998 (0.996-0.999)
	0.31
	0.09

	Hip
	0.991 (0.983-0.995)
	0.33
	0.05

	Waist
	0.998 (0.996-0.999)
	0.52
	0.26

	Thigh
	0.985 (0.971-0.992)
	0.35
	0.17

	Calf
	0.984 (0.970-0.991)
	0.34
	0.06

	Axilla
	0.971 (0.941-0.985)
	0.58
	0.30


* p < 0.001
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